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PerimetryThis prospective study aimed to evaluate the stimulus velocity for automated kinetic perimetry based on
the test duration, the kinetic sensitivity, and the variability of the kinetic sensitivity in 31 eyes of 31
young healthy participants. Automated kinetic perimetry was performed using an Octopus 900 perimeter
with Goldmann stimuli III4e, I4e, I3e, I2e, and I1e. The participants underwent testing at 14 predeter-
mined meridians for each stimulus, with velocities of 2, 3, 4, 5, and 10/s; each velocity was tested
twice. The test duration, kinetic sensitivity, and variability of kinetic sensitivity were compared among
the stimulus velocities. Twenty-nine eyes from 29 participants were analyzed, and two participants were
excluded. The test durations at the velocities of 2, 3, 4, 5, and 10/s were negatively correlated with
the stimulus velocity (p < 0.01). The variability of the kinetic sensitivities did not signiﬁcantly differ
among the stimulus velocities. The kinetic sensitivities at 2 and 3/s did not differ signiﬁcantly for all
stimuli. However, those at 4/s decreased for III4e, I4e, and I1e (p < 0.05), and those at 5 and 10/s
decreased for all stimuli (p < 0.05) compared with those at 2 or 3/s. Although the test durations for each
stimulus velocity were negatively correlated with the stimulus velocities, a stimulus velocity of 3 or 4/s
might be recommended for automated kinetic perimetry based on the changes in the kinetic sensitivity.
As this study included only young participants, further studies in elderly participants may also be
necessary.
 2014 Elsevier B.V. All rights reserved.1. Introduction
Kinetic perimetry is the traditional method used to measure the
extent of the visual ﬁeld via an examiner controlling a moving
stimulus (Goldmann, 1945a, 1945b, 1946). This technique is useful
when examining patients without visual ﬁeld defects within the
central 30 (Hicks & Anderson, 1983; Keltner et al., 1999; Stewart,
1992) or patients with intracranial disease (Keltner & Johnson,
1984; Wong & Sharpe, 2000). Manual kinetic perimetry has the
advantage of obtaining measurements while keeping pace with
the patient’s response time for stimulus exposure. However,
standardizing the stimulus velocity among examiners is difﬁcult
because the perimetric results depend on the skill of the examiner
(Trobe et al., 1980).
Moreover, some automated kinetic perimeters have been devel-
oped to address the disadvantages of the existing manual kineticmeasurement techniques (Johnson & Keltner, 1987; Paetzold
et al., 2004; Schiefer et al., 2001a, 2004; Wabbels & Kolling,
2001.), and clinical trials have found that automated kinetic
perimetry yields results similar to those of manual measurements
(Johnson & Keltner, 1987; Wabbels & Kolling, 2001). Although
automated kinetic perimetry can stabilize the stimulus velocity
to determine the optimal stimulus velocity, few studies have eval-
uated this technique. Previous reports have recommended stimu-
lus velocities of 2/s (Johnson & Keltner, 1987) or 4/s (Wabbels
& Kolling, 2001) for automated kinetic perimetry; however, these
studies included few participants and measured areas within 70.
Therefore, the stimulus velocity requires further investigation.
This prospective study aimed to evaluate the stimulus velocity
for automated kinetic perimetry based on the test duration, the
kinetic sensitivity, and its variability with varying stimulus
velocities in young healthy participants.2. Methods
Thirty-one young healthy participants were enrolled in this
prospective study. The required sample size for this study is
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of Helsinki, and each participant provided written informed con-
sent after the ethics committee of Kitasato University School of Al-
lied Health Science (no. 2012-08) approved the study.
All participants underwent comprehensive ophthalmic examin-
ations, noncycloplegic refraction testing, visual acuity (VA) testing
at 5 m using a Landolt ring chart, measures of intraocular pressure
(IOP), ocular axial length measurement, and fundus examination
by a glaucoma specialist. The participants, who had a corrected
VA of 20/20 or better, IOPs of 21 mmHg or less, a normal optic disc,
and no ophthalmic diseases that affected the visual ﬁeld test, were
included. The eye with the lowest level of astigmatism from each
participant was measured in this study. If the astigmatism was
the same in both eyes, the eye with the lower degree of myopia
was included.
Automated kinetic perimetry was performed using the Octopus
900 perimeter (Haag-Streit, Koeniz, Switzerland). It has a dome-
shaped radius of 30 cm and can provide evaluations up to 90 of
the visual angle horizontally, 60 of the visual angle superiorly,
and 70 of the visual angle inferiorly. The measurement conditions
for automated kinetic perimetry were calibrated automatically to
the same measurements as the Goldmann perimeter, with a back-
ground luminance of 10 cd/m2 (31.4 asb). Goldmann stimuli of
III4e, I4e, I3e, I2e, and I1e were used. The stimulus velocities avail-
able for the Octopus 900 perimeter were 2, 3, 4, 5, and 10/s. All
participants underwent automated kinetic perimetry ﬁve times in
a day in the following order: 2, 3, 4, 5, and 10/s, and the same
sequence was repeated on another day within two weeks. Fig. 1
shows the measurable area of the Octopus 900 perimeter and the
starting locations with a moving stimulus, which included 70 pre-
determined points, with each stimulus measuring 14 points. These
starting locations were chosen based on previous studies (PinelesFig. 1. The measurable area is depicted as a dashed line, and the starting locations with
situated at 30 increments, except at the nasal horizontal meridian, where the vectors we
measurable area (dashed line), the starting location was set to the extreme of the measur
using the same method.et al., 2006; Wabbels & Kolling, 2001). Although the stimuli were
performed in this order (III4e, I4e, I3e, I2e, and I1e), the starting
locations of the 14 points at each stimulus were presented ran-
domly in the extreme periphery of the normal age-corrected ki-
netic sensitivity for each stimulus. High degrees of myopia were
corrected with contact lenses at the time of evaluation. The Octo-
pus 900 perimeter was used to adjust for the reaction time (Becker
et al., 2005; Nowomiejska et al., 2010; Schiefer et al., 2001b;
Vonthein et al., 2007; Wakayama et al., 2011.). Speciﬁcally, the
isopter was adjusted from the response time for stimulus expo-
sure. However, the reaction time was not adjusted because this
would have prohibited the direct comparison of the raw data of
the stimulus velocities. The ﬁxation of each participant was moni-
tored with a display according to previous reports (Becker et al.,
2005; Nevalainen et al., 2008; Nowomiejska et al., 2005; Schiefer
et al., 2001b; Wakayama et al., 2011). The exclusion criteria were
as follows: ﬁxation loss recognized on the display and a lack of
ﬁt for corrective contact lenses.
The test duration, kinetic sensitivity, and variability of the ki-
netic sensitivity were compared among the stimulus velocities.
The kinetic sensitivity (expressed in degrees) indicates the location
from the ﬁxation point at which the participant presses the re-
sponse button for the kinetic stimulus. The variability of the kinetic
sensitivity indicates differences in the kinetic sensitivity on the
same meridian. Before the main measurements, all participants
practiced with intensities of III4e, I4e, I3e, I2e, and I1e. A period
of at least 5 min separated the measurements.
The test duration was compared among each stimulus velocity
using the second test results. The kinetic sensitivity was averaged
over all meridians within each stimulus and compared among each
stimulus velocity using the second test results. The variability in
the kinetic sensitivity at each stimulus was calculated as the meana moving stimulus are depicted using III4e as an example. The starting locations are
re drawn every 15. If the normal age-corrected kinetic sensitivity was outside of the
able area on the same meridian. The stimuli of I4e, I3e, I2e, and I1e are also provided
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stimulus and compared among the stimulus velocities using both
test results.2.1. Statistical analysis
All data were compiled in Microsoft Excel and analyzed using
the statistical software packages SPSS version 19.0 (IBM Japan,
Ltd., Tokyo, Japan) and G*Power3 version 3.1.7 (Franz Faul, Univer-
sität Kiel, Germany). The normality of the data distribution was
evaluated using the Shapiro-Wilk test. The current Octopus 900
perimeter does not display the coordinate axes for expressing the
kinetic sensitivity. Therefore, the kinetic sensitivities were calcu-
lated in degrees from the ﬁxation point using the free ImageJ soft-
ware version 1.47v (Wayne Rasband, National Institutes of Health,
Bethesda, MD). The differences in the test duration, kinetic sensi-
tivity, and variability of the kinetic sensitivity were compared
using Bonferroni’s test or multiple Wilcoxon’s nonparametric
signed-rank tests with Bonferroni’s correction. When the effect
size, a error, power (1  b error), and nonsphericity correction
{1/(number of repeated measurements  1)} were assumed to be
0.25, 0.05, 0.80, and 0.25, respectively, the required sample size
was 21 participants for the ﬁve repeated measurements of 2, 3,
4, 5, and 10/s performed for each subject (Cohen, 1988).3. Results
Two male participants were excluded because of interruptions
in the measurement due to poorly ﬁtting contact lenses. Thus, 29
eyes of 29 participants (11 eyes from male participants) were ana-
lyzed. The demographic data of the participants are shown in Ta-
ble 1. Fig. 2 shows a typical result of automated kinetic
perimetry measured with stimulus velocities of 2, 3, 4, 5, and
10/s.
Table 2 shows the associations between the stimulus velocities
and test durations. As the stimulus velocity increased, the test
durations were decreased (Bonferroni’s test, p < 0.01 for all
comparisons).
Table 3 shows the associations between the stimulus velocities
and the kinetic sensitivity. The kinetic sensitivities of each stimu-
lus did not signiﬁcantly differ at 2 and 3/s. However, the kinetic
sensitivities for III4e, I4e, and I1e at 4, 5, and 10/s decreased
compared with those at 2 or 3/s, and those for I3e and I2e at 5
and 10/s decreased compared with those at 2 or 3/s (Bonferron-
i’s test, p < 0.05 for all comparisons).
Table 4 shows the associations between the stimulus velocities
and the variability of the kinetic sensitivity. For stimulus velocities
of 2, 3, 4, 5, and 10/s, the variability of the kinetic sensitivity
for each stimulus did not signiﬁcantly differ among the stimulusTable 1
Demographic and ocular characteristics of the participants.
Parameter Mean ± standard
deviation
Range min–
max
Participants (men/women) 29 (11/18)
Measured eye (right/left) 29 (13/16)
Age (years) 22.2 ± 3.0 20–32
Spherical equivalent
(diopters)
3.83 ± 3.14 13.81 to 0.19
Visual acuity (logMAR) 0.20 ± 0.07 0.30 to 0.08
Axial length (mm) 24.64 ± 1.50 22.46–28.28
Intraocular pressure (mmHg) 13.9 ± 2.2 9.2–19.2
Test interval (days) 4.9 ± 6.6 1–21
logMAR, logarithm of the minimum angle of resolution.velocities (multiple Wilcoxon’s nonparametric signed-rank tests
with Bonferroni’s correction using 10 comparisons in ﬁve groups).4. Discussion
The current study showed that the test durations decreased as
the stimulus velocity increased, which is consistent with a previ-
ous study (Johnson & Keltner, 1987). Although the actual test dura-
tions differed because of a difference in the number of meridians,
the tendency for the test duration to decrease in association with
the stimulus velocity was similar to that in the previous study. In
the current study, the stimuli were presented from the extreme
periphery of the normal age-corrected kinetic sensitivity. Although
the kinetic sensitivity differed among the participants, the time re-
quired for the stimuli to reach the kinetic sensitivity decreased as
the stimulus velocity increased. Therefore, the test duration is be-
lieved to be negatively correlated with the stimulus velocity.
Although the stimuli in the current study were presented at prede-
termined points on the extreme periphery of the normal age-cor-
rected kinetic sensitivity for each stimulus, the test duration may
have decreased further at even lower stimulus velocities if the
stimuli had been presented closer to the kinetic sensitivity by pre-
dicting the shape of the isopter from the neighboring kinetic sensi-
tivities for each individual using a statistical method. This
possibility requires further investigation.
The current study showed that the kinetic sensitivity for at least
one stimulus of III4e to I1e decreased as the stimulus velocity in-
creased to greater than 4 or 5/s. These results were similar to
those of previous reports (Johnson & Keltner, 1987; Wabbels & Kol-
ling, 2001). Changes in participant responses to the stimuli re-
sulted in a change in the kinetic sensitivity measures. Other
investigations have reported that the response time increased at
approximately 1–2 ms/ in the peripheral visual ﬁelds compared
to the central visual ﬁeld (Ando, Kida, & Oda, 2002; Becker et al.,
2005; Osaka, 1978; Wall, Kutzko, & Chauhan, 2002) for low-inten-
sity stimuli (Nowomiejska et al., 2012; Wall, Kutzko, & Chauhan,
2002). Therefore, decreasing the kinetic sensitivity at III4e and
I4e to measure a peripheral ﬁeld with I1e at low intensity could af-
fect the increasing response time in the peripheral ﬁeld and the
stimulus intensity. Because Johnson and Keltner (1987) used only
I4e, I2e, and I1e stimuli, a trend similar to that shown in the cur-
rent study with large sizes and high intensities, such as III4e, is
not evident. Although Wabbels and Kolling (2001) used a wide
range of stimuli, such as III4e, I4e, I2e, and I1e, their method could
not yield measurements up to 70 because of the limitations of the
device that they used. Therefore, the kinetic sensitivities at III4e
and I4e, which were greater than 70 in the temporal area, might
not have been evaluated accurately. Thus, the current study, which
measured angles up to 90 and used a wider range of stimuli (III4e
to I1e), might have accurately determined the standard for auto-
mated kinetic perimetry.
The change in the variability of the kinetic sensitivity observed
in the present study was similar to that observed previously (John-
son & Keltner, 1987; Wabbels & Kolling, 2001). However, the actual
values of the current study cannot be directly compared to those of
previous studies because the earlier studies used different stimulus
sizes, intensities, velocities, and measureable areas. Johnson and
Keltner (1987) reported that the young age of their participants
precluded differences in the variability of the kinetic sensitivity be-
cause they responded well to the stimuli. Age positively correlates
with the response times to the stimuli, such as at low intensities
less than I2e (Becker et al., 2005). Although the variability of the
kinetic sensitivity did not differ among the stimulus velocities in
the current study, the results for older normal individuals would
likely differ.
Fig. 2. Typical results from the right eye of the same participant at 2, 3, 4, 5, and 10/s are shown from the upper left in increasing order. For the result of each stimulus
velocity, the kinetic sensitivity at each stimulus are shown in the lower left, the test duration is shown in the lower middle, and the stimuli used in the study are shown in the
lower right. As the stimulus velocities increase, the test durations and the kinetic sensitivities decrease, especially at I3e, I2e, and I1e.
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included, and the same order of the stimulus velocities was used.
The kinetic sensitivity, duration, and variability would likely differfor older normal individuals. In addition, patients with ocular or
neurologic disorders that cause visual ﬁeld loss would show
dramatically different results, and patients with normal visual ﬁeld
Table 2
Associations between each stimulus velocity and test duration.
Stimulus velocity
2/s 3/s 4/s 5/s 10/s
Test duration (s) 607.2 ± 106.3 463.3 ± 84.6* 385.1 ± 59.6*,§ 337.2 ± 46.9*,§, 248.4 ± 26.7*,§,,
The data are presented as the means ± standard deviations. Signiﬁcance was determined using Bonferroni’s test.
*, §, , and  represent p < 0.05 compared with 2, 3, 4, and 5, respectively.
Table 3
Associations between each stimulus velocity and the kinetic sensitivity for each
stimulus.
Stimulus velocity
2/s 3/s 4/s 5/s 10/s
III4e () 66.2 ± 2.4 65.7 ± 2.4 64.8 ± 2.8*§ 64.3 ± 3.0*§ 62.8 ± 2.8*§
I4e () 58.2 ± 3.3 57.6 ± 3.6 57.0 ± 3.5* 56.7 ± 3.5*§ 55.2 ± 3.5*§
I3e () 48.2 ± 4.5 47.3 ± 4.9 47.5 ± 4.8 47.0 ± 4.9* 44.4 ± 5.3*§
I2e () 31.9 ± 4.2 31.0 ± 4.7 30.8 ± 4.9 30.0 ± 4.7* 25.5 ± 5.5*§
I1e () 16.3 ± 4.1 15.2 ± 4.1 13.3 ± 4.5*§ 12.2 ± 4.3*§ 6.6 ± 3.3*§
The data are presented as the means ± standard deviations. Signiﬁcant differences
were determined by Bonferroni’s test.
*, §, , and  represent p values < 0.05 compared with 2, 3, 4, and 5, respectively.
Table 4
Associations between each stimulus velocity and the variability of kinetic sensitivity
for each stimulus.
Stimulus velocity p
Values
2/s 3/s 4/s 5/s 10/s
III4e
()
1.5 (1.2–
1.8)
1.3 (1.0–
1.8)
1.4 (1.1–
1.7)
1.4 (1.0–
1.6)
1.4 (1.0–
1.8)
=1.00
I4e
()
1.6 (1.5–
1.9)
1.6 (1.1–
1.9)
1.4 (1.1–
1.7)
1.4 (1.0–
1.8)
1.4 (1.2–
1.9)
>0.43
I3e
()
1.9 (1.5–
2.3)
1.9 (1.6–
2.4)
1.9 (1.3–
2.1)
1.8 (1.4–
2.3)
1.9 (1.6–
2.5)
>0.86
I2e
()
2.3 (1.8–
2.6)
2.1 (1.6–
2.4)
2.2 (1.7–
2.6)
2.1 (1.8–
2.5)
2.5 (2.0–
2.9)
>0.35
I1e
()
2.0 (1.8–
2.7)
2.2 (1.4–
2.8)
2.0 (1.6–
2.4)
2.0 (1.6–
2.2)
2.1 (1.5–
2.4)
=1.00
The data are presented as medians and inter-quartile ranges (lower 25% to upper
75%). The signiﬁcance of the differences with each stimulus velocity was deter-
mined by Wilcoxon’s nonparametric multi-signed-rank test with Bonferroni’s cor-
rection (10 comparisons in 5 groups).
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early, moderate, or advanced damage. Another limitation was that
an examiner subjectively monitored the ﬁxation with a display. A
better approach might have included a method of objective ﬁxa-
tion for the kinetic perimetry, such as static perimetry. Another
limitation was that the reaction time was not adjusted. Although
many studies have discussed adjustments in the reaction time,
these adjustments lack a standard at any speed or location. These
limitations also require further investigation.
Although the test durations decreased as the stimulus velocity
increase, a stimulus velocity of 3 or 4/s might be recommended
for automated kinetic perimetry when considering the changes in
the kinetic sensitivity. However, this study included only young
participants, further studies in elderly participants may also be
necessary.
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